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Flight Recorder Calibration
Model: NANO 1 Meter = 3.2808399 Feet 

SN: 1270

Certified Certified                          Calibration Feet            Calibration Meters

Altimeter Altimeter

Lab Scale FR FR FR FR

Set @ 29.92 Error TRUE INDICATED ERROR TRUE IND ERROR

0 -5 5 17 12 2 5 4

1000 10 990 1007 17 302 307 5

2000 20 1980 2008 28 604 612 9

3000 25 2975 2996 21 907 913 6

4000 35 3965 3993 28 1209 1217 9

5000 37 4963 4974 11 1513 1516 3

6000 40 5960 5994 34 1817 1827 10

8000 50 7950 7996 46 2423 2437 14

10000 40 9960 10007 47 3036 3050 14

12000 30 11970 12015 45 3648 3662 14

14000 10 13990 14026 36 4264 4275 11

16000 0 16000 16037 37 4877 4888 11

18000 -18 18018 18055 37 5492 5503 11

20000 -25 20025 20092 67 6104 6124 20

22000 -50 22050 22126 76 6721 6744 23

24000 -70 24070 24137 67 7337 7357 20

26000 -90 26090 26152 62 7952 7971 19

28000 -110 28110 28190 80 8568 8592 24

30000 -130 30130 30204 74 9184 9206 23

35000 -175 35175 35290 115 10721 10756 35

Calibrated by: Date: Signature:

Craggy Aero, LLC 3/11/2013

Richard H Pfiffner

SSA Approved Category Two Calibration Lab

Calibration Altimeter Aerosonic 35K SN 163384 Calibration Date - Feb/13/2012
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